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ABSTRACT 


The development of a prototype, ground-based, sun-pointed Michelsor Interferometrl 
spectrometer 1s described. Its Intended use Is to measure the atmospheric amount of 
various gases which absorb In the near-infrared, visible, and near-ultra violet portions 
of the e1ectr(Mnagnet1c spectrum. Preliminary spectra which contain the a, 0.8 v*n, and 
POT water vapor absorption bands In the near-infrared are presented to indicate the 
present capability of the system. Ultimately, the spectrometer will be used to explore 
the feasible applications of Fourier transform spectroscopy In the ultraviolet where 
grating spectrometers have been exclusively used previously. 


INTRODUCTION 


A recent paper by Baker et (1981) describes first the historical development of 
Michelson Interferometry until it reached maturity in the 1950's. Then the emphasis is 
centered on the sub-discipline of high-altitude atmospheric emission spectroscopy using 
infrared Fourier transform spectroscopy (FTS) during the past two decades. The well- 
known attributes of Fourier transform spectroscopy, namely the spectral multiplex advan- 
tage and greater throughput, are distinct advantages in the infrared. The reader is 


referred to ChamberUIn (1979), Vanasse (1977, 1981), and Vanasse et a1. (1971) for 
conpreheiisive reviews of the FTS technique and Its traditional applications. Quite 
recently, some work has been started In FTS applications In the visible wavelengths 
(Elsworth et a]^., 1974; Elsworth et al_,, 1980), These studies have Involved developing 
Instrumentation for obtaining spectra of the airglow. In this paper, a prototype Instru- 
ment Is described that Is Intended for use In measuring the concentration of various 
atmospheric absorbing gases using the differential absorpvlon technique and with the sun 
as the optical source. Ultimately, the feasibility of usirg the FTS technique at wave- 
lengths as low as 3000A will be examined with this systeir. 

Several constituents have already been measured In the visible and ultraviolet using 
the differential absorption technique with dispersive optical Instrumentation. The 
Dobson spectrophotometer, a double prism spectrometer, the Brewer grating spectrometer, 
and several filter photometer systems use discrete lines In the Marti ey-HuggI ns bands 
between 3000 and 3400A to Infer the atmospheric ozone content (Parsons ^ al^. » 1982). 

The former Instrument Is the primary ground-based detector of the total OTone amount and 
Is used throughout a network of ozone monitoring stations around the world. The Brewer 
spectrometer (Brewer, 1973; Brewer and Kerr, 1973) uses five lines that differ somewhat 
from those utilized by Dobson (1931) and which were selected to minimize the Influence of 
sulphur dioxide on the ozone measurements. Furthermore, the Brewer Instrument uses new 
technology and automatic data processing In an effort to compete favorably with the 
established Dobson. Garrison al[. (1979) have espoused the Importance of making 
multiwavelength measurements In the ultraviolet region and a least squares method to 
compute the total ozone thickness to achieve higher accuracy. 

McMahon and Simmons (1980) and Noxon (1975) have used differential optical absorp- 
tion to measure NO 2 , Noxon ^ a1^. (1978) have measured NO 3 and Platt and colleagues 
have measured various constituents including CH 2 O, HNO 2 . ^^ 2 * ^^ 3 > ^^2 (Platt 

and Perner, 1980; Platt jrt , 1980a; Platt , 1979; Platt et , 1980b). This 

recapitulation Is not Intended to be all-inclusive but Is meant to Indicate the current 
Interest In the differential optical absorption technique in the visible and ultraviolet. 
The FTS system described in this paper may have an application In the measurement of all 
of these constituents because of Its Inherent flexibility. This report documents the 
system's development thus far and highlights the Improvements that will be necessary If 
Its Intended use is to be realized. 
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THEORY 


In the Michelson Interferoneter, IncoMlng light Is divided by e beaissplitter into 
two components of nominally equal intensity which are passed throu^ two arms* one of 
which is fixed in optical length and one which is variable. The optical path difference, 
X, is the difference of the two lengths. If the signal coeponent coming from the fixed 
arm is given by E(t) and the signal component from the variable length arm is E(t-t) 
where t is the time difference due to the path difference x, then the recombined signal 
observed by the detector is 


0(x,t) - <CE(t) + E(t-T)]2> 


( 1 ) 


where the bar indicates an average over a statistically fluctuating variable and 

/ t+T/2 

( ) Jt 

i-r/2 

Expanding (1), 


D(x,t) - <E2(t)> <E2(t-t)> ♦ 2<E(t)E(t-t)> 


If the source intensity Iq Is constant during the measurement and if the beamsplitter 
does indeed divicte the signal into two equal components. 


<E2(t)> 


*0 

r 


<E2(t-t)> 


( 2 ) 


then. 


D{x,t) - lo + 2<E(t)E(t-T)> 


Using (2), 



That is, the observed recombined signal consists of a constant component and an oscil- 
lating component that depends upon t, or equivalently x. From the Wiener-Khintchine 
theorem (see, e.g. , Klein, 1970, p. 239), the oscillating term, the normalized autocorre- 
lation function of the signal E(t), can be equated to the cosine Fourier transform of 
the signal's spectral distribution function, P(o). That is. 
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(4) 


y(t) 


<E^(t)> 


r 


P(v)cot 


2ivrdv 


A change of varlebits Is convenient In Fourier transfona spectroscopy* so the transfora 
relationship used hereafter Is 

y(x) ■ j P(o)cos 2«(^de (5) 

•'o 

where y(x) Is the Interferograa and P(o) Is the wavenunber spectrua that Is to be 
recovered froa y(x)* The aajor function of the FTS systea to be described Is therefore 
to produce a recording of y(x) that Is as pure as possible. An Inverse Fourier transfora 
process then produces the original spectnua P(o) that created the Interferogrou 

In (5)» a one«s1ded transfora Is Indicated. In Chaaberlain (1979)* a detailed dis- 
cussion of the advantages and disadvantages of one and two-sided transfonaatlons can be 
found. Essentially* the two-sided version alnlalzes the laportance of phase errors that 
can be contributed to y{x) froa a variety of causes at the expense of the additional 
calculations needed for the second side. Because this prototype systea Is Intended for 
use at saall wavelengths where the phase errors are aore difficult to ellalnate* the two- 
sided transfora pair relationship Is adapted In this paper. That Is* 

y(x) ■ f P(o)e do (6) 

Of course* the Interference pattern Is coapllcated aaking the Inversion of (6) 
lapossible In closed fora. Instead It Is perforaed nuaerically using a Fast Fourier 
Transfora (FFT) algorltha that will be described later in detail. One consequence of 
the discrete* finite approach is that the Halts of (6) aust be finite. The aaxiaua 
wavenuaber* caaxt If handled by the FFT Is the paraaeter froa which the other 
characteristics of the nuaerical transfora process can be deduced* Froa the Nyquist 
saapllng condition* the resolution In the path difference doaain* ax, can be found 
froa 



The total path difference Xj Is then 
Xj ■ N • ax 


(7) 


( 8 ) 


where N Is the nuaber of discrete saaples In the Interferogram. The wavenuaber doaain 
resolution* ao, can be coaputed using (7) and (8) and found to be 
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2 o. 


to 


wax _ 2 . 1 _ 1 

ir“ fT m ^ 


(9) 


Equations (7), (8), and (9) characterize the nuwerical transforw process. An excellent 
discussion of the FFT and Its applications Is found In Brighaw (1974). 


DESCRIPTION OF THE OPTICAL DESIGN 


The optical design used for this FTS system Is that of Sternberg and James (1964). 

It has the distinct advantage that the parallel motion necessary In the movement of one 
mirror In a traditional Michelson Interferometer Is replaced by a single rotation. 

ft 

Figure 1 Illustrates the design. The beamsplitter and a compensator plate are colocated 
at the axis of rotation. The moveable plate also contains two front-surface mirrors 
oriented to be parallel to the beamsplitter and at 45* to the Incoming light. The light 
reflected by the beamsplitter strikes the 45* mirror In Its path. Is directed to a sta- 
tionary mirror oriented perpendicular to Its direction, and Is returned along the same 
path. The Incident light that Is transmitted by the beamsplitter strikes the other 
stationary, perpendicular mirror and Is reflected back to the beamsplitter. When the 
positions of the stationary mirrors are fixed such that the path differences traced by 
the tMO component beams are the same at the particular orientation of the moveable plate, 
then the two beams are recombined constructively at the beamsplitter. This alignment 
will be referred to as the zero path difference (ZPD) positlori. As the plate Is rotated 
through an angle e, the path difference, as shown by Sternberg and James (1964), can 
be calculated from the trigonometric relationship 

x - 2H j sin (45* + 8) - 1/v^ j (10) 

This design Is relatively Insensitive to vibrations and as pointed out by Sternberg and 
James (1964), this Interferometer's alignment Is not affected by either a translation 
without rotation or by a rotation about any axis. A rotation will change the path 
difference traced by the two component beams but If an Independent measurement of x Is 
made, this Is not consequential. The costs Incurred by adopting this design are the 
expenses of an additional precision front surface mirror and of larger sized optics. The 
latter requirement results from the movement of the light beams across the optics during 
rotation of the plate. 

The optics used In this prototype Instrument have the following specifications. The 
beamsplitter Is a 2-1/4* diameter plate of 1/2* thick fused silica with an overcoat of 
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Figurt 1. Tht Mdlflad Nichtiton IntarfcroMttr optical dasign of 
Sttrnbtrg and Jaatt (1964) used In tba Mallopt Fouritr 
Tranafona SpactrooMtar. 

aagnaslim fluorldt. Its sidas ara parallal to within ona arc second and It Is flat to 
1/20 wavalangth at S690A. Tha coapansator plata Is of tha saaa dinanslons* It Is 
coattd with a single layer of antl-raflactiva notarial that Is optinizad for tha wave- 
length range of 2S00-3000A; tha coating's thickness notches tha thickness of tha 
baansplittar's coating. All nirrors are front-surface nirrors, flat vO 1/40 wavelength 
at 5890A and are circular with a dianatar of 2-1/4”, 


6 




SYSTEM DESCRIPTION 


Figure 2 shows the prototype Instrument system broken Into components for descrip- 
tive purposes. Two light sources Illuminate tne modified Nichelson Interferometer. The 
first, the sun. Is the source that contains the spectral Information of Interest. The 
second Is a Helium-Neon 5 mw laser that Is used to Independently determine the path 
difference In the optics at a particular angle of rotation e. The laser Is, of course, 
coherent and, when adjusted properly. In colllmatlon. The sun's beam Is directed Into 
the Michelson beamsplitter from a hellostat and It Is of course In good colllmatlon as 
well. Baffles ensure that little light from one beam contaminates the other. There Is 
no aperture or slit necessary but two additional optical elements are used at the front 
end of the optics. One Is a filter which can be used to cut down on the width of the 
spectrum of the solar beam entering the Interferometer, if high resolution work Is 
required and the number of samples to be processed Is llmiteo oy a system constraint, 
this component becomes a firm requirement. 

The other component, which Is an absolute requirement. Is a polarizer. Fresnel's 
formulas for reflectance state that for an Incident electric field vector which Is 
parallel to the plane of Incidence, the reflectance, r. Is given by 


tan^ (♦+^') 


01) 


where ^ and are the angles of Incidence and refraction, respectively. For a perpen- 
dicular electric field vector. 




sln^ 


( 12 ) 


Natural light contains equal portions of the two field orientations so that 


’’natural 


1 

I 


tan| (♦-»') 
tan^ (♦+♦') 



sln^ (<»-»') 
sln^ (♦+♦') 


03 ) 


Without a polarizer In front, natural light enters the Interferometer. At the front 
surface of the beamsplitter, reflection occurs according to (13). For a 45® orientation, 
about 5% of the incident light Is reflected. This 5% Is then free to Interfere construe- 



Figure 2 . The current configuration of the prototype 

interferometric spectrometer in schematic form. 
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t1v«1y and dastructlvtly with the btant In tha two arms of the IntorforoMtor. Mhtn 
these are recombined, the Initially reflected light severely degrades the resulting 
Interferogran. By using a polarizer, the perpendicular orientation of the electric 
field vector of the incoming light can be blocked. Only .85% of the parallel compement 
Is reflected at 45* so the problem Is greatly reduced. 

After exiting from the Interferos^ter, the recombined laser and sunlight beams are 
directed onto silicon photodiode detectors. Currently, the sun-signal Is detected with 
a UOT-500 UV unit and the laser signal with a UOT PIN-SP0T/2D detector. Because of the 
high energy content of the solar and laser beams, a great deal of ampl1f1cat1:tn Is not 
needed, but some amplification Is produced with Integrated circuit operational ampli- 
fiers. The amount Is adjustable and serves mainly to keep the detected signal levels 
within a range that Is compatible with the automatic data processing requirements. The 
variability of the solar flux at the ground resulting from atmospheric haze, clouds, the 
time of (idy, and the day of the year Is accounted for In this way. 

After formatting, the two signals are transmitted to an analog-to-digital converter 
that samples them at prescribed time Intervals set by an external pulse generator. The 
16-channel A/D unit has 12 bit resolution and a throughput speed of 35 KHz. The digi- 
tized signals are then stored In buffers In a computer for subsequent processing. A 
dedicated DEC LSI-11 microcomputer with a dual floppy disk drive Is used presently for 
controlling the A/D conversion and for performing the FFT and other required data manipu- 
lations. 

The last component of the system configuration shown In Figure 2 Is the heated bar 
assembly used to cause the rotation of the plate In the Interferometer. An aluminum 
cylindrical rod about 5* in length Is wrapped with a Nichrome heating coll. A Varlac Is 
used to supply an AC voltage across the coll. By varying the voltage, the rate of linear 
expansion of the rod can be controlled. With a coefficient of linear expansion of 
2.4*10'^ *C'^, aluminum Is Inexpensive, readily available and has a range of expansion 
that is well -matched to the range of movement needed for the Interferometer. 

Figure 3 shows a portion of the Interferograms for the solar and laser signals as an 
example of the Instrument's operation. The actual segments shown are centered around 
ZPO. The ordinates are voltages and the abscissa Is time. Each sample shown Is the 
value seized by the A/D converter when triggered by the external pulse generator. For 
this example, the Intersample spacing Is 20 msec. The laser, a coherent and nearly 
monochromatic source, produces a fringe pattern that Is essentially Independent of path 
difference so that the envelope of the laser Interferogram does not decay as x grows away 
from ZFD. The solar signal, being broad-banded, has a much shorter coherence length so 
Its envelope does decrease for x away from ZPD. The monochromatic characteristic of the 
laser signal Is exploited to produce the Independent determination of path difference 
needed to perform the Inverse FFT. Instead of samples as a function of time, sampling Is 
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SOLAR SIGNAL LASER SIGNAL 

VOLTAGE (V) VOLTAGE (V) 




... . 

OF POOR QUALITY 



Flj^re 3. The center of representative laser reference and 
solar signal Interferogram. The squares Indicate 
samples equally spaced In time resulting from 
triggering by an external pulse generator. The 
circles are samples approximately equally spaced In 
path difference as computed by linear Interpolation 
of the constant time samples. 
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dtsirtd at flxtd Intarvals of x. Btcaust tht lattr wivtUngth Is 63Z8At • con|>1ott 
cycle In tht laser Intorfero^rain must Indicate that the path difference has changed hy 
.6328 Therefore, after digitixatlon and buffering, the laser signal Is processed 
through an algorithm that uses the pulse generator trl^red samples and a linear Inter- 
polator to determine the location In time of the zero-crossing points. These are Indi- 
cated In Fl^jre 3 at well, and are used with a linear Interpolator to determine approxi- 
mate values of the tolar signal at the zero-crossing points. (Msviously, some errors are 
Introduced by the finite nuiig>er of original samples per later signal fringe. For the 
example given, the Interpolated zero-crossing points are systematically late for the 
positive-going crossing and too early for the negative-going crossing because of the 
location in the cycle of the original samples. For the solar signal, the linear Inter- 
polator Introduces errors when the Interpolated zero crossing point Is near a local 
maxlimim or mihimum, but overall, the technique performs well. The number of original 
samples per laser sl^al fringes shown In Fl^re 3 is the minimum that can still result 
In acceptable performance. It Is highly desirable to have more. 

The interferogranm in Figure 3 in their entirety consist of 512 saaf»1es. At 20 msec 
per sample, the data collection activity required about 15.6 seconds. For the same data 
set. Figure 4 Is a graph of the time Interval between consecutive Interpolated zero- 
crossings as a function of the elapsed time since the start of data collection. Only 
the first four seconds of the data set is shown so that the rotation of the plate by the 
heated bar can be looked at In detail. The main characteristics of the bar's performance 
based upon this example and other tests are as follows. First, the heating and expansion 
Is linear with elapsed time. That Is, there Is no apparent change In the average zero- 
crossing time Interval during the course of a 512-element sampling and data collection 
process. Secondly, the small number of original samples per laser signal fringe Intro- 
duces an oscillation as mentioned before. As seen from the overall data set's mean time 
Interval and one standard deviation from that mean, this oscillation Is consistent 
throughout the 15.6 seconds of data collection. Between three and four seconds of 
elapsed time, a small shift occurs that may be due to Inhomogeneities In the heat trans- 
fer process through the bar. air flow modifications to the heating, or from various 
other reasons. The software controlling the A/0 conversion has been written to enable 
the operator to scan the data to detect errant data In either the laser reference or 
solar signal and to replace them with reasonable values before proceeding with the data 
processing. Also, the average separation between zero-crossings and the standard devia- 
tion of the separations are computed and displayed after each data set Is collected. 

The operator can elect to proceed with the processing If the deviation Is small compared 
to the mean or discard the data If It appears that the data collection was disrupted In 
some way. 
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TIME (sec) 


Figure 4. The variation of the time spacing between computed constant 
path difference samples for the first four seconds of elapsed 
time of a data collection procedure. The lines Indicating the 
mean and one standard deviation bounds about the mean are com- 
puted for the entire 15.6 seconds of data collection. 


The complete solar interferogram for this particular data set 1s shown In Figure 5. 
There Is an asymmetric component In y{x) which justifies the use of the two-sided FFT 
as discussed earlier. The algorithm presently In use was obtained from Lloyd et a1. 
(1980) at the University of Utah. It Is coded In RT-11 V3B Fortran and Is used In this 
system's DEC LSI-11 microcomputer. Presently the computer Is equipped with 32K words of 
random access memory, floating point arithmetic, and an extended Instruction set. All of 
the data presented In the following section has been processed using this FFT and an 
apodizatlon function given by the following formula. 
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Figure 5. A 512 sample solar Interferogram produced by the Wallops 
interferometric spectrometer. 


As discussed in Chamberlain (1979), this function is effective at minimizing the effects 
of truncating the integral in the inverse relationship to (6). In the wavenumber domain, 
the transform of (14), known as the apodized spectral window, has a wide central lobe and 
hardly perceptible side lobes which makes it effective for routine spectroscopy where 
high resolution is not of paramount Importance. 


APPLICATIONS 


Because the interferometric spectrometer is a proven instrument in the Infrared, the 
initial spectral measurements with the prototype FTS were selected to be near the high 
wavelength cut-off of the photodiode at about 11,000A. A glass filter was used to 
block the solar flux at wavelengths below about 6000A. In the wavenumber domain, amax 
was set at 15,802 cm"l, or .633 »#n. From (7), (8), and (9), the path difference 
resolution is .3164 t#n, the total path difference is 161.9968 im, and the wavenumber 
resolution is 61.73 cm"l for N ■ 512 samples. 
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within the spectral region bounded by 15,802 cn-^ and 9000 cm-1. there are several 
relatively prominent absorption bands from the atmosphere. Foremost of these are the "a" 
Mater vapor band (13,514-14,286 cm-^), a molecular oxygen band (12,984-13,236 cnr^), the 
"0.8 im" Mater vapor band (11,905-12,658 cm~^), and the "pot" Mater vapor band (9,700- 
-11,500 cm-1). The current state of knoMledge concerning usable simple expressions for 
the atmospheric transmission In these Mater vapor bands can be found In a recent paper by 
Koepke and Quenzel (1978). Preliminary results using this FTS system are shoMn In Figure 
6a. Spectra taken on March 9, 1982 at three different air mass values are displayed. 

All are normalized to their peaks, and the locations of the three Mater vapor bands and 
the O 2 band are Indicated as Mell. For higher values of air mass, the transmission is 
reduced. This Is most apparent for the "pox" band. In Figure 6b, the differences 
betMeen the 1229 EST and 1430 EST spectra are graphed along Mith the difference betMeen 
the 1229 EST and 1532 EST spectra. Again, the Increased absorption for the latter com- 
parison Is obvious. Additionally, there appears to be a skeMing of the spectral shape 
tOMards longer Mavelengths (loMer Mavenumbers) for Increases In air mass. In Figure 6b, 
this Is evident as a tilt of the differences tOMards negative values at Iom Mavenumbers. 
In the ultraviolet this behavior Is expected because of molecular, or Rayleigh, scatter- 
ing. In the near- Infra red. It may be due to aerosol scattering. Frequently (e.g. , 
Mecherikunnel , 1980), the effect of aerosols Is modelled as 

I - (15) 

Mhere u Is the term representing the effect of all other atmospheric processes on t'.e 
extraterrestrial flux lo, and p and a are the Angstrom turbidity coefficients (Angstrom, 
1951) used to characterize the aerosol's attenuation properties and x Is the Mavelength 
In microns; p Is the air mass. For large particles, m can have the value of .5. If 
only the air mass variation of the aerosol term In (15) Is alloMed to vary, then 

R(X) - g-6X"“ 2.15 

can be computed using the air mass values for 1229 EST and 1532 EST on March 9, 1982. 
Using the values p » .17 and a ■ 2.0 Mhich are typical of a turbid atmosphere Mith a 
small proportion of large particles (Mecherikunnel, 1980), the change In R(x) (nor- 
malized to R(x " .8 ifi)) as a function of x can be calculated and Is plotted In 
Figure 6b. This curve Is quite similar to the tilt observed In the measured spectrum as 
the air mass rose from 1.35 to 2.15. The measurement site Is less than a mile from the 
Atlantic Ocean and on March 9, 1982, a strong southerly wind was blowing from the ocean 
to the land. There was a noticeable haze when observing the sky near the sun's location. 
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Figure 6. a) Three computed and normalized solar spectra collected March 9, 1982. 

Air mass values:—, 1.35; — , 1.6b; *, 2.15. b) Percentage differ- 

ences between pairs of spectra In a):—, 1.35 and 1.65; — *”, 1.35 and 2.15. 
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This Is not Intended to quantitatively describe the aerosol content of the atmsphere on 
the measureaient date, but sinply to demonstrate that the observed skewing of the measured 
spectra Is consistent with the kind of effect that could be expected for a turbid atmo> 
sphere. 

Figure 7 contrasts two spectra measured on March 8 and 9 at about 1230 EST. The 
visibility conditions were nearly Identical. Because these data were collected at about 
the same air mass value, the differences observed must be due to changing amounts of the 
atmospheric constituents. Figure 7 Isolates the "paT** water vapor band and a signifi- 
cant change from March 8 to March 9 can be seen Indicating that substantially more vapor 
was present on the second day. Precipitable water can be defined as 

V* / p, dz - 1 / q dp (17) 

“ "o 

where py 1$ the water vapor density, Pq Is the surface pressure, q Is the specific 
humidity, and g Is the acceleration due to gravity. Rawinsondes are routinely launched 
at Wallops Island. The data were obtained from the 1200 GMT and 2400 GMT releases on 
March 8 and 9 and used In equation (17) to compute the precipitable water amounts. The 
results are tabulated below. Over twice as much water was In the atmosphere on March 9 
than on March 8. The difference observed In the spectra can therefore be attributed to 
Increased absorption by water vapor. 


TABLE I. PRECIPITABLE WATER AMOUNTS AT WALLOPS ISLAND 
ON MARCH 8 AND 9, 1982 



Eastern 



Standard 

Precipitable 

Date 

Time 

Water (Wn) 

3/8 

0700 

7.3 

3/8 

1900 

4.0 

3/9 

0700 

11.1 

3/9 

1900 

12.2 
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Figure 7. Normalized spectra In vicinity of "pcrr" band produced at 

an air mass value of 1.35 on March 8, 1982 CO) March 9, 
1982 (O. 
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CONCLUDING REMARKS 


The prototype FIS system in use at Wallops Island, Virginia, has been described and 
preliminary results have been shoirn which demonstrate that the spectra produced by the 
system are consistent with the expected Influences of the atmosphere on the direct solar 
flux. The use of the spectra to quantitatively deduce the amount of a particular gaseous 
absorber present In the atnraspheric column or the amount and type of aerosol scatterer 
present has not been exploited. Various system Improvements are necessary before this 
step can be realistically taken. Until now, the emphasis has been on the design of the 
optical system and the proof of the viability of the concept for making atmospheric 
measurements. For Its full utility to be reached, the following Improvements are seen as 
necessary. A broad-banded calibrated lamp source. If Incorporated Into the system, would 
make possible the determination of the absolute strength of the solar flux reaching the 
surface. In order for the FTS system to be practical In the near-ultraviolet, the rota- 
tion of the plate must be under better control. With a piezoelectric device as the 
source of movement, the rotation could be put under computer control and multiple sets 
of raw data could be collected, registered, and averaged to reduce the effect of various 
noises on the results. Finally, to achieve higher resolution, more samples per data set 
must be collected. This will require more core storage In the computer and the addition 
of a graphics capability to assist In quality control, display, and analysis functions. 
With these additions and Improvements, a state-of-the-art Instrument for making high 
resolution, absolute measurements of the near-infrared, visible, and near-ultraviolet 
portions of the solar spectrum at the ground will be available for a wide variety of 
scientific Investigations. 
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